Assessment of MRI image quality for various setup positions used in breast radiotherapy planning.
This study investigates breast magnetic resonance imaging (MRI) image quality for 3 different breast radiotherapy positions (prone, supine flat and supine inclined) and associated choice of breast coils. Supine breast MRI has comparable image quality to prone breast MRI for the purposes of radiotherapy delineation for T2-weighted sequences.